T

i e

R S e L

5 MISSOURIDEPARTMENT OF HEALTH AND SENIOR SERVICES
TS0\ STATE PUBLIC HEALTH LABORATORY .

/) BREATH ALCOHOL PROGRAM L

T #1

RECEIVED
INTOX DlMT MAINTENANCE REPORT | By Carol Day at 9:48 am, Dec 18, 2014

Comp!ete this- réport at the trme of the reguiar monthiy preventive maintenance check {not to exceed 35 days)
Comp!ete this report whenever the mshument is sérviced o repaired and whenever itis placed into service,
Retam the or:glnal and sehd a copy vﬂthlh‘ 15 days to the Breath Alcoho! Program, DHSS.

JN'TOX DMT SN o a1 INAMEOR AGENCY DATE OF INSPECHON
5001 77 Missoun State Highway Patrol 12/06/2014
. [ |«,\ b
LOCATION Or INSTRUMENT (STREET ANDCITY} ™ TIME OF INSPECTION
Pulaski County:Sheriffs Dept. 301 Hlstonc 66, W ‘ 13:08:30

CJIFCKLIST Place a mark in the box by eaeh item if found to be satisfactory or is operating within established limits. (Write in observed
[ués where 'determined), Unmarked items must be corrected before using instrument.

I ijIAGNOSTiC RECORD

" DATE AND TIME! 12106/201'4 43 08 31 N :‘ & DETECTOR
B PROGRAM }!* FILTER 1
K SAMPLE CHAMBER 48 8°C £ . FILTER 2
B BREATHTUBE 48.1°C ' FILTER 3
& PUMP ‘ INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS
[1 SIMULATOR STANDARD . COMPRESSED ETHANOL-GAS MIXTURE
Bl STAMDARD SUPPLIER_ILMO ' LOT#_17513080A5 EXP. DATE _07/01/2015

E} SIMULATO,R ﬂ'EMP[(Ffi?Q +10fa]’0)‘ SIMULATOR SN SIMULATOR EXP DATE

. % CALIBRATION CHECK - ONLH( CNE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using.a standard All three tests must be within £5% of the standard value and must have a spread

of .005 or tess Mark the box correspending to the standard being used.
] E] 0:10% STANDARD - MUST READ BETWEEN 0. 095% AND 0.105% INCLUSIVE

. 0.08% STANDARD - MUST READ BETWEEN 0. 076% AND 0.084% INCLUSIVE
[3J 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
TEST 1:0.077 A TEST2:0.077 . TEST 3: 0.077

PERFORMR.F.I. TEST
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: 0 0-04:0 05-00: 0 10-14: 0 15-19: 0 OVER .19: 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN
ESTABLISHED LIMITS (USE QTHER SIDE IF NECESSARY) -

Installed Card Scanner . o .

ER " T R _— PNTFLLNAM o
ZO %/ ' ! KENNETH A BALDWIN

TYPE It PERMIT N%BER /T TN T EXPIRATION DATE TELEPHONE NUMBER
240150 04r10/2016 573-368-2345
RETURN COMPLETED REPORT TO THE Breath Alcohol Program, MO Depaﬂment of Health and Senior Services
Southeast District Office
2875 James Bivd, Poplar Bluff, MO 63901
MO 580-2898 {3-13) AN EQUAL OPPORTUNITY/AFFIRMATIVE ACTION EMPLOYER LAB-i68

senvices provided on a nondiscriminatery basis
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7weor.oao.aoxm-jamltmsmm
217- 183 » Foc2i7-2437634 » wwwilmoproductscom
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: " ;Eclertiﬁcate of Ana@ysis

Certificate ID: 5179 ¢
Bart & .BAC165L688T
Cylinder Sizes  205L

Lot Number: 17513080A5
Expiration: 7/1/2015

0080 BAC (For use with breath alcohol testing instruments)

Contents: 105 Liters @ 1000 psig 70°F (21°C)

Compononts Concentration: Accuracy: Method:
Edhanol 288.4 ppa +/- 0002 oF 2% NDIR

. BAC whichever
Nizrogen Balange &

ST Smandard Reference Materil

Cyiinder No. CCI57791 / Job No, 13029
Cartified 1843 pymolimol Ethanol in Nitrogesd - .
for ILMO Products Co., Jacksonville, It " :

Diseributed by: CMi Inc.
316 East Ninth Street
Owensboro, KY 42303
Phone 866-835-0690

www .alcoholtest com

ISONEC 17025:2008 Accradited Laboratory



: - STATE OF MISSOURI
F DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT
TYPE NI

KENNETH BALDWIN

is hereby authorized to instruct and supervise operators. train instructors. inspect. calibrate. perform field service and repairs.

and operate the following breath analyzer{s):
INTOX DMT

for the determination of the alcoholic content of biood from a sample of expired air. Permit issusd under the provisions of sections

577.620 througn 577.041, RSMo and 306.111 thiough 306.119 RSMo.

oste 412213014
DIRECTOR OF STATE PUBLIC +IEALT 1 LABCRATORY
NUMBER 240150 ¢ sy :
")SU\ (~/ \j(’u. _\{-v ("' -f"

EXPiReEs 412212016 '
JIRECTOR OF DEPARTMEMT OF -{EALT AND SENIOR RERVICES
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